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ABSTRACT Water films are always formed on the outer or inner surfaces of materials in industrial 
processes and some key parts of instruments because of complex working environments (moisture, hidden 
water). This situation may lead to inaccurate measurement results or even unsafety process for instrument 
operation. Therefore, it is important to reliably detect and quantify the formed water films. A coplanar 
capacitive sensor and an AD7745-based measurement system were designed for the first stage of this study. 
A glass tank and a specific power ultrasonic humidifier were then added to construct the experimental 
platform. To verify the feasibility of the designed coplanar capacitive sensor, the thickness of the water 
films was set to change from 0 mm to 1.5 mm with a 0.1 mm interval. Experimental results based on the 
self-developed system were compared to the results simulated by COMSOL, and the results derived from 
Agilent 4294A (an impedance analyzer). The results indicated that the coplanar capacitive sensor could be 
used to detect and evaluate the thickness of the water film. The resolution of AD7745-based measurement 
system for water film thickness detection is less than 0.1mm. 
INDEX TERMS coplanar capacitive sensor; water film; thickness detection; system design; resolution 
I. INTRODUCTION 
Water film in all forms (moisture, hidden water, water 
droplets, etc.) always exists in specific industrial processes 
and some key parts of instruments. These liquid films form 
on the outer/inner surfaces of the materials, which may lead 
to unexpected corrosion or inaccurate measurement results, 
especially for complex working environments. It is necessary 
to detect the existence of the water film and evaluate its 
quantity. There are many detection methods that can be 
applied for liquid detection in various applications [1–4]. 
As a non-destructive and non-intrusive technique, the 
capacitive sensing technique has been developed and applied 
for a long period. Noltingk applied this technique to perform 
high precision measurement as early as 1969 [5]. Fringe 
capacitance frequently exists in practical capacitive sensor 
design and it sometimes leads to unexpected effects on 
sensor performance. In another aspect, the fringe capacitance 
effect causes nonlinear electric field distribution, which in 
turn causes coplanar sensor to have higher sensitivity. Thus, 
the coplanar capacitive sensing technique has been applied to 
many detection fields [6,7]. Sundara-Rajan designed an 
interdigital capacitive sensor to determine the moisture 
concentration in paper pulp, and the repeatability and 
reproducibility tests indicated that the measurement results 
were accurate and reliable [8]. Nassr et al. used coplanar 
capacitive sensing technique to evaluate the water intrusion 
in composite structures. They pointed out that the sensor 
geometry had the greatest effect on the sensor performance, 
and the sensitivity of the designed sensor could easily 
identify the changes for water intrusion depths between 2 
mm and 10 mm [9]. Matiss presented a coplanar capacitive 
sensor based method to complete the dielectric permittivity 
and thickness of a dielectric-plate/shell measurement [10]. 
Moreover, recently research studies have indicated that the 
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capacitive sensor has the potential to be used in biomedical 
projects [11,12] and environmental monitoring [13,14] due to 
its high sensitivity and low cost. Therefore, more and more 
research works aim to develop new coplanar capacitive 
sensor structures or a method for making a high precision 
capacitive sensor. An inkjet-printed coplanar capacitive 
sensor in microscale was produced by Yang et al. for water 
level and quality monitoring. The sensitivity of the sensor 
was 1.9 pF/mm, which was much higher than that in 
previously reported works [15]. Lim et al. developed a 
capacitive humidity sensor with coplanar electrode 
structures. The sensor used PTB7-T with a facile solution 
processing approach, and it had a greater change in 
capacitance at low frequencies when compared to high 
frequencies with better sensitivity, good linearity, and fast 
response and recovery times [16]. Chetpattananondh et al. 
developed an interdigital capacitive sensor to measure the 
water level. The sensor was proven to measure absolute 
levels of water with a 0.2 cm resolution over a 30-cm range, 
which was sensitive enough to trace the variability of the 
water level [17]. A novel electrode structure named the 
serpentine electrode (SRE) was designed for the application 
of humidity measurement by Rivadeneyra et al. The 
performance of the SRE sensor was compared with that of 
the sensor in the interdigitated electrode structure. The 
authors believed that the new structure could also be used in 
the field of signal transduction due to its larger geometrical 
capacitance factor [18]. Considering the nonlinearity of the 
electrical field distribution of the coplanar capacitive sensor, 
some researchers tried to find an effective mathematical 
equation to calculate the capacitance of the designed 
capacitive sensor, but these researchers were more interested 
in experimental studies. Li et al. studied the capacitive 
imaging application using a multi-electrode capacitive 
sensor. The designed sensor was used to detect defects in the 
insulation layer and the metal surface, and the penetration 
depth and the signal strength were discussed [19]. Sheldon et 
al. applied the capacitive sensing technique to measure the 
permittivity of wire insulation materials, and they presented a 
new equation to calculate the capacitance. The mean 
difference between the calculated capacitance and that 
measured experimentally was found to be < 2% [20]. Yin et 
al. presented an equation to calculate the measurement 
sensitivity distribution of a coplanar capacitive imaging 
probe that consisted of two back-to-back triangular 
electrodes [21]. Our previous works also indicated that the 
coplanar capacitive sensing technique was a potential method 
for the quality evaluation of post-tensioned pre-stressed ducts 
[22]. 
In this paper, the coplanar capacitive sensing technique is 
studied for application to the thickness detection of a water 
film on an insulation surface. The structure and the working 
principle of a coplanar capacitive sensor are introduced, and 
the sensor performance including the sensor penetration 
depth and signal strength are defined first. An AD7745 based 
system was designed for measuring purposes. This system is 
introduced in Section 2. An experimental platform was 
established that consisted of a glass tank and a specific power 
ultrasonic humidifier. In Section 3, the thickness of the 
studied water film changes from 0 mm to 1.5 mm. Later in 
Section 3, the self-developed system is compared with the 
results simulated by COMSOL and the results derived from 
Agilent 4294A (the impedance analyzer). The conclusions 
are given in Section 4. 
II.  PRINCIPLES AND METHODOLOGY 
A.  SENSING AND CAPACITANCE MEASUREMENT 
PRINCIPLES 
A dual-plate coplanar capacitive sensor consists of two metal 
electrodes, a driving plate and a receiving plate. The two 
electrodes are placed under the insulation surface. An AC 
excitation is supplied to the sensor and a nonlinear electrical 
field is then formed between the driving the receiving 
electrodes. A shielding plate is arranged under the sensing 
electrodes to suppress noise. Measurement values are 
determined by changes of the permittivity of the sensing 
materials above the sensor. The working principle of the 
sensor is shown in Fig. 1. The objects in the sensing area 
consist of insulation surface, water film, air, and an insulation 
covering surface. The permittivities of the insulation surface 
(εs1), water film (εw), air (ε0), and insulation covering surface 
(εs2) can be seen as a new material with a mixed permittivity 
(εr). Because the thicknesses of the insulation surface and the 
covering surface are fixed, it is easy to conclude that the 
change in water film thickness is the only source of 
measurement change. 
 
FIGURE 1. Sensing principle of a dual-plate coplanar capacitive sensor 
for the thickness detection of the water film on an insulation surface. 
 
The capacitance measurement circuit is another key part of 
the entire inspection system. It affects the effectiveness and 
reliability of the whole detection system. At present, there are 
many methods for measuring capacitance, and three common 
methods are listed as follows: An RC multi-resonant circuit, 
a capacitive sensing module of the microcontroller, and a 
Capacitance to Digital Converter (CDC)-based circuit. 
The basic working principle of an RC multi-resonant 
circuit is simple. Different square wave signals change with 
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the change of the capacitance values measured by the sensor 
electrodes. Then the changed square wave is compiled by the 
microcontroller and compared with the previous waveform to 
determine the change in capacitance. Because the 
capacitance measured by the designed sensor is 
approximately 1pF–3 pF (this mainly depends on the 
geometry and size of the electrodes), the change in 
capacitance caused by the increasing thickness of the water 
film is approximately 0.1 pF–0.5 pF (this also depends on the 
geometry and size of the electrodes). The change in the 
output waveform of the RC multi-resonant circuit is 
relatively small, and a critical resolution of the 
microcontroller is required to distinguish the small 
capacitance changes. 
A stand-alone integrated circuit typically provides higher 
performance than an integrated module. Analog Devices 
offer high-performance CDCs. These CDCs offer industry-
leading measurement accuracy for measurement needs in a 
variety of configurations, from single capacitive sensors to 
capacitive sensor arrays. Considering the measurement 
accuracy, design cost, development time, design difficulty, 
and power consumption, the CDC was selected for our 
experiments. The basic working principle of the CDC is 
shown in Fig. 2. The capacitance can be converted to the 
voltage with a Σ-△ modulator. 
 
FIGURE 2. A typical schematic diagram for a Σ-△ modulator 
 
Cx refers to the measured capacitance, while CREF 
represents an internal reference capacitor. VREF represents a 
constant power supply. As Cx increases, the charge released 
by the integrator increases which leads to a greater output of 
the integrator. This will make the comparator to output a 
series of 0 and 1 that varies with the charge required by the 
feedback loop. Because CREF is a constant capacitor, the 
voltage across CREF increases with the increasing of Cx to 
balance the amount of charges. This process can be 
expressed as (1). 
= X REF
REF
C V
V
C

 (1) 
In the experiment, the capacitance measurement circuit 
consisted of an AD7745 (CDC chip) and a PIC18F45K20 
(Microcontroller). The structure diagram of the whole 
measurement system is shown in Fig. 3. 
 
FIGURE 2.  Structure diagram of the capacitance measurement system 
B.  METHODOLOGY 
SENSOR DESIGN AND OPTIMIZATION 
Because it is the data acquisition unit of the measurement 
system, the capacitive sensor is related to the performance of 
the entire inspection system. The design parameters of the 
coplanar capacitive sensor include the electrode length (b), 
electrode width (a), and electrode interval (d). In this study, 
the penetration depth and the signal strength were selected as 
the indicators for the performance evaluation of the 
capacitive sensors. 
PENETRATION DEPTH 
The penetration depth of a capacitive sensor indicates the 
sensing range of the sensor. The greater the penetration depth 
is, the larger the sensing range is. There is no uniform 
definition for the penetration depth of a capacitive sensor. 
Therefore, it is generally evaluated by experimental 
measurement. In our experiment, the test block (made by 
HDPE) was placed in the sensing area above the capacitive 
sensor, and the fringing capacitance of the capacitive sensor 
was measured with the test block at different lift distances, as 
shown in Figure 4(a). Therefore, the definition of penetration 
depth was determined through this process. The parameters 
for penetration depth are: electrode length-b; electrode width-
a; electrode interval-d; test block length-l; test block width-w; 
lift distance-h; gap between sensor and substrate-g.  
The vertical distance between the test block and the 
surface of the capacitive sensor is the lift distance h, and the 
effective penetration depth of the capacitive sensor is γ.  
 
 
(a) 
This work is licensed under a Creative Commons Attribution 4.0 License. For more information, see https://creativecommons.org/licenses/by/4.0/.
This article has been accepted for publication in a future issue of this journal, but has not been fully edited. Content may change prior to final publication. Citation information: DOI
10.1109/ACCESS.2019.2929585, IEEE Access
 
VOLUME XX, 2017 9 
C(h=0)
C(h=γ)
C(h= )
h=γ
C
a
p
ac
it
a
n
c
e 
C
/p
F
Lift distance h/mm
 
(b) 
FIGURE 4. Experimental setups for the penetration depth and the 
changes of capacitance with different lift distances for the (a) 
experimental device design and (b) capacitance changing with different 
lift distances. 
 
The penetration depth γ3% corresponds to the position h 
where the difference between the capacitance value C (h = 
γ3%) and the asymptotic capacitance value C (h = ∞) equals to 
the difference between the maximum capacitance value C (h 
= 0) and the asymptotic capacitance value C (h = ∞), as 
shown in (2) [23]: 
        3% 0 3%C h C h C h C h         
 (2) 
where h = 0 indicates that the test block is in full contact 
with the upper surface of the capacitive sensor, and h = ∞ 
indicates that the test block is far from the upper surface of 
the capacitive sensor. At this time, the change of h does not 
affect the capacitance between the electrodes. The trend of 
capacitance with different lift distances is shown in Figure 
4(b). 
SIGNAL STRENGTH 
The signal strength of the sensor is the value of the 
fringing capacitance formed between the two traces of the 
capacitive sensor. It is susceptible to environmental 
influences because of its small fringing capacitance. A larger 
signal strength indicates a higher signal-to-noise ratio, which 
contributes to data acquisition and processing. 
The capacitance variation of the coplanar capacitive sensor 
exhibits a nonlinear characteristic. For different coplanar 
capacitive sensor structures, there is no simple unified 
mathematical model and formula equation. The calculation 
of the capacitance is only an approximate evaluation. 
Previous work derived a semi-analytical equation for a 
capacitive proximity sensor that could be used to guide the 
design of the parallel coplanar capacitive sensor. The 
capacitance can be calculated by the following equation [24]: 
2
arctan
d
ba
C b X Y
d

  
 
 
  
      
   (3) 
where X and Y are scale-independent, and η, β and γ can be 
calculated according to the series of experimental results. For 
the coplanar capacitive sensor, Equation (4) can be used for 
the capacitance calculation based on our previous 
experiments. 
1 2 1 1
arctan
3 3 37
1
40
d
ba b d
C b
d a a


 
  
      
           
     
 (4) 
EXPERIMENTAL PLATFORM DESIGN 
To verify the feasibility and the performance of the designed 
coplanar capacitive sensor for the detection of the water film 
on an insulation surface, a proper experimental platform was 
necessary. A sealed glass tank was set as sensing container. 
An ultrasound humidifier with a specific power was applied 
in order to generate water fog (water particles < 10 μm). The 
water fog was transmitted to the tank through a flexible pipe. 
With a controlled time and fixed humidifier working power, 
the amount of water could be estimated simply. A dual-plate 
coplanar capacitive sensing electrode was placed outside of 
the bottom surface of the tank. The layout of the 
experimental platform is shown in Figure 5. 
 
FIGURE 5. The layouts of the experimental platform and the 
measurement system 
 
Some important notes for the experiment are as follows. i) 
The output power and the particle size needed to be 
considered to ensure that the thickness of water film was 
controllable. ii) Anti-fogging coating needed to be applied on 
the inside surfaces of the glass tank, except for the bottom 
surface, and a long enough cooling time was necessary to 
ensure that all water particles could condense at the bottom 
surface of the tank. 
The parameters of the ultrasound humidifier are listed: the 
power is 30W; the maximum humidification capacity is 300 
ml/h; the particle size is < 10 μm. 
III.  SIMULATIONS AND EXPERIMENTS 
A.  DETECTION OF THE SENSOR PENETRATION 
DEPTH 
 
Through the simulation by COMSOL and experimental 
verification, the influences of the capacitive sensor 
parameters (electrode length b, electrode width a, and 
electrode interval d) and the test block length on the sensor 
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penetration depth were studied. The gap between the sensor 
and the shielding substrate (g) is 5mm in both simulation and 
experiments. Three sets of experiments for the different 
electrode intervals, different test block lengths, and different 
electrode width-length ratios were considered.  
The simulation model used in COMSOL is 3D and the 
parameters of model in simulation are the same as the 
experiment device. The relative primitivities of the material 
used in simulation and experiment are: εair=1, εglass=4.2. 
The setups of the experiments are listed in Table 1, and the 
test system is shown in Figure 6. The capacitance was 
measured by an impedance analyzer (Agilent 4294A), and 
the excitation voltage and the frequency were set to 5 V and 
32 kHz, respectively. The lifting distances range changed 
from 0 mm to 15 mm with by 1 mm increasing intervals. 
Each set of experiments was measured five times to reduce 
the impact of random errors and systematic errors on the 
measured results. The capacitive sensor and the impedance 
analyzer were connected by shielded wires, so the 
capacitance between the cables can be ignored. The SMB 
and BNC interfaces were used at both ends to eliminate 
external interference and facilitate experimental installation. 
The XYZ axis workbench was used to adjust the lift distance. 
The normalizations for the simulation and the measurement 
were performed with (5), as demonstrated in Figure 7 (a), (b), 
and (c). The penetration depth was calculated with Equation 
(2), as illustrated in Figure 7 (d). 
min
max min
normal
C C
C
C C



 (5) 
where Cnormal is the normalized value and C refers to the 
measured or simulated capacitance. Cmax and Cmin are 
maximum and minimum values of the measured or simulated 
capacitances, respectively. 
TABLE I 
SETUPS OF THE EXPERIMENTS FOR THE SENSOR PENETRATION DEPTH TEST 
Grou
p 
Electrod
e width a 
(mm) 
Electrod
e length 
b (mm) 
Gaps 
between 
electrode
s d (mm) 
Test 
block 
widt
h w 
(mm) 
Test 
block 
lengt
h l 
(mm) 
Lift 
distanc
e 
h (mm) 
Experiments for different electrode intervals 
1 10 150 6 10 150 0:1:15 
2 10 150 10 10 150 0:1:15 
3 10 150 14 10 150 0:1:15 
Experiments for different test block lengths 
1 10 150 6 10 30 0:1:15 
2 10 150 6 10 90 0:1:15 
3 10 150 6 10 150 0:1:15 
Experiments for different electrode width-length ratios 
1 5 300 6 10 90 0:1:15 
2 10 150 6 10 90 0:1:15 
3 15 100 6 10 90 0:1:15 
 
FIGURE 6. Experimental setup for the penetration depth 
 
(a) 
 
(b) 
 
(c) 
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(d) 
FIGURE 7. Simulated and experimental results of the measurement of 
the sensor penetration depth. (a) Normalized capacitance for different 
electrode intervals. (b) Normalized capacitance for different test block 
lengths. (c) Normalized capacitance for different electrode width-length 
ratios. (d) Changes of the penetration depth for three groups of 
experiments 
 
It is easy to conclude from Figure 7 (a) and Figure 7 (d) 
that when the width-to-length ratio was set to 1:15 and the 
length of the test block was 150 mm: 
i) The capacitance between the electrodes decreased with 
the increase of the lifting distance h. When d was equal to 6 
mm, which was smaller than the test block width (10 mm), 
the capacitance decreased rapidly. The trends of the 
simulated value were consistent with the trends of the 
measured value. The penetration depth was around 7 mm 
according to Equation (2). 
ii) When d was equal to 10 mm, which was equal to the 
test block width, the capacitance decreased more slowly. Due 
to the larger gap between the sensor electrodes, the sensing 
range of the sensor was enlarged, which also represented a 
deeper penetration depth. The penetration depth was 
approximate to 11 mm. 
iii) As the electrode interval increased, d=14 mm, which 
was larger than the test block width w, and the capacitance 
first increased and then decreased. The maximum value 
appeared when the lifting distance h = 1 mm. The 
capacitance value was the largest, and the same trend 
occurred in both the simulated and measured values. 
However, at h = 0 mm, the simulated value was significantly 
smaller than the measured value. This was because the 
fabricated sensor interval was slightly less than 14 mm, 
resulting in a greater capacitance value than the simulated 
value at h = 0 mm. The penetration depth was approximately 
13 mm. 
In summary, the penetration depth of the sensor increased 
with the increase of the gap between the electrodes d; i.e., the 
electrode interval was positively correlated with the 
penetration depth. However, it should be noted that the 
sensitivity of the sensor decreased with the increase of d; i.e., 
the electrode interval was negatively correlated with the 
penetration depth. 
For the second group of experiments, the width-to-length 
ratio was set to 1:15, and the gaps between the sensor 
electrodes, d, were set to 6 mm. From Figure 7 (b) and Figure 
7 (d), it can be determined that: 
i) For different test block lengths l, the capacitance 
decreased with the increase of the lift distance h, and the 
downward trends of the different test block lengths were 
consistent. 
ii) As the length of the test block increased, the penetration 
depth of the sensor changed by a small amount, indicating 
that the penetration depth of the capacitive sensor was not 
affected by the length of the test block, and the measured 
value was essentially consistent with the trend of the 
simulated value. 
From Figure 7 (c) and Figure 7 (d), it can be determined 
that: 
i) In the case of the same electrode area and the same 
electrode interval, for capacitors with different width-length 
ratios, the capacitance decreased with the increase of the lift 
distance. 
ii) As the electrode width-length ratio changed, the 
penetration depth of the measured value increased slowly, 
and the penetration depth of the simulated value remained 
essentially the same. This indicates that the width-length 
ratio of the capacitive sensor had little effect on the 
penetration depth, so it could be ignored. 
For the thickness measurement of the water film on an 
insulation surface, the penetration depth should be larger than 
the thickness of the insulation surface. However, this does 
not mean that a greater penetration depth produces a better 
performance. Considering the requirement of sensor 
sensitivity and the suppression of the environmental 
influences, the penetration depth should be decided properly. 
B.  SIGNAL STRENGTH 
We used the global optimization toolbox of Maple to 
calculate the design parameters of the sensor based on 
Equation (3). The ranges of a, b, and d were set to 6 mm - 14 
mm, 60 mm – 180 mm, and 6 mm - 14 mm, respectively. 
Figure 8 shows the influence of the parameter combinations 
ab, ad, and bd on the measured capacitance of the sensor. 
 
 
FIGURE 8. Maple Optimization results 
 
Some conclusions can be derived from Figure 8. The 
maximum value was 135.516 pF when a=14 mm, b=180 
mm, and d=6 mm. Within the above ranges of a, b, and d, the 
effective weights of these three parameters for the signal 
strength were d > b > a; i.e., the gap d had the greatest 
influence on the signal strength of the capacitive sensor, and 
it was negatively correlated with the signal strength. The 
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smaller the electrode interval was, the larger the edge 
capacitance value was, and the stronger the signal strength 
was. However, from Section 3.1, it can be determined that a 
smaller electrode interval resulted in a smaller penetration 
depth. To satisfy the penetration depth and signal strength at 
the same time, the geometry parameter of the coplanar 
capacitive sensor was set to a=10 mm, b=150 mm, and d=10 
mm. The penetration depth could be measured from the 
experiment based on (2). This depth was 10.30 mm, and this 
was appropriate for the following experiments. 
C.  THICKNESS MEASUREMENT OF THE WATER FILM 
The AD7745 based system was used to measure the 
capacitance changes. The testing results were compared with 
the simulation results of COMSOL and the measured value 
of Agilent 4294A. The simulation model used in COMSOL 
is 3D and the parameters of model in simulation are the same 
as the experiment device. The relative primitivities of the 
material used in simulation and experiment are: εair=1, 
εglass=4.2, εwater=80. 
The experimental setups are listed as follows. For the 
thickness measurement of the water film, distilled water was 
added to the ultrasound humidifier. The tank bottom glass 
was 150 mm long, 100 mm wide, and 5 mm thick. The anti-
frog agent was applied to the 4 inner surfaces around the 
glass box, so the water can only condense on the inner 
surface of the bottom. The anti-frog agent can last for 48h, 
and we used anti-frog agent before every experiment. During 
the experiment, the chamber is sealed. The temperature of 
experimental environment is room temperature (around 
20℃.). 
The coplanar capacitive sensor was made of flexible 
copper and placed under the tank on the outer surface of the 
bottom glass. A 5V AC source with 32kHz frequency is 
applied to the sensor. In a similar manner to the previous 
experiment for penetration depth measurement, shielded 
wires were used to connect the capacitive sensor and the 
measurement system. SMB and BNC interfaces were used at 
both ends to eliminate external interference and to create an 
installation.  
The thickness of the water film on the bottom surface 
increased from 0 mm to 1.5 mm with a 0.1 mm interval. The 
capacitance between the electrodes were measured for 10 
turns. In each turn, the capacitance from 0 mm to 1.5 mm 
were measured by AD7745 and impedance analyzer. The 
average value could reduce the influences of the random 
errors and the systematic errors on the measurement results. 
According to the output power of the humidifier, for every 
0.1 mm increase of the water film on the bottom glass 
surface, 18 seconds of operation time as required. For each 
thickness, four minutes of rest time was necessary after 
humidification to ensure that the water particles completely 
deposited on the surface. The results derived from the 
AD7745-based system, the impedance analyzer, and the 
COMSOL simulation are listed in Table 2, and the 
comparison results are shown in Figure 9. 
TABLE II 
COMPARISON OF THE MEASURED VALUES FROM THE AD7745, THE 
IMPEDANCE ANALYZER, AND THE SIMULATED VALUES FROM COMSOL  
No
. 
Liquid 
thicknes
s (mm) 
Humidifyin
g time (s) 
AD7745 
measureme
nt (fF) 
Impedance 
analyzer 
measureme
nt (fF) 
Simulatio
n (fF) 
1 0 0 546.6  527.4  510.0  
2 0.1 18 610.6  544.8  630.0  
3 0.2 36 655.4  579.4  711.0  
4 0.3 54 700.2  614.6  799.0  
5 0.4 72 751.4  662.0  866.0  
6 0.5 90 796.2  700.6  933.0  
7 0.6 108 834.6  753.0  993.0  
8 0.7 126 869.8  792.8  1045.0  
9 0.8 144 902.0  838.2  1109.0  
10 0.9 162 937.0  890.0  1138.0  
11 1.0 180 965.8  932.8  1181.0  
12 1.1 198 997.8  986.2  1229.0  
13 1.2 216 1023.4  1033.0  1258.0  
14 1.3 234 1058.6  1071.2  1297.0  
15 1.4 252 1084.2  1105.0  1339.0  
16 1.5 270 1109.8  1143.4  1372.0  
Note: (water film increased from 0 mm to 1.5 mm with a 0.1 mm interval) 
 
FIGURE 9. Measured capacitance changing trends 
 
Some conclusions can be derived from Figure 9. i) The 
capacitance increased with the increasing thickness of the 
water film. There was a small difference between the 
measurements and the simulations when the thickness of the 
water film increased from 0 mm to 0.2 mm, and the average 
errors were small for all three methods. ii) When the liquid 
thickness was in the range of 0.3 mm to 1.3 mm, the average 
error range of the measured capacitance increased 
significantly. This was caused by the error accumulation of 
the water film thickness. Each increase of 0.1 mm brought 
more errors, and eventually the error range gradually 
increased. The difference between the experimental results 
and simulation results became larger. 
IV. CONCLUSION 
In this study, a coplanar capacitive sensor for water film 
thickness detection was designed. The thickness of the water 
film was measured by the self-made AD7745 detection 
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This article has been accepted for publication in a future issue of this journal, but has not been fully edited. Content may change prior to final publication. Citation information: DOI
10.1109/ACCESS.2019.2929585, IEEE Access
 
VOLUME XX, 2017 9 
system. The experimental measurement conditions were not 
exactly the same as those of the COMSOL. For a 
multiphysics finite element simulation, for example, the 
excitation frequency and ambient noise cannot be set in the 
COMSOL. However, these factors were presented in the 
actual measurement and they affected the final measurement 
result, so the overall difference between the measured and 
simulated values was acceptable. Thus, the detection system 
can replace an impedance analyzer in detecting the thickness 
of the water film, and its accuracy and reliability meet the 
needs of engineering applications. 
The sensors were designed to define the penetration depth 
and the signal strength. The experiments showed that the 
designed sensor (size) enabled accurate measurement of the 
thickness of the water film. 
With the detection system based on AD7745, the thickness 
of water film from 0mm to 1.5mm was measured and the 
resolution was less than 0.1mm. The accuracy and the 
reliability of the test were satisfactory for practical 
engineering applications. 
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